Automation of pharmaceutical dissolution testing by flow injection analysis.
The different types of instruments used for monitoring pharmaceutical dissolution testing are presented. Their features and the need for automation are critically discussed. The advantages of flow injection analysis in this respect are illustrated by a variety of examples clearly showing its adaptability to the different problems posed by other automatic and non-automatic alternatives.